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ABSTRACT 

The  characteristic  X-rays  of  many  light  elements  are  strongly 
attenuated  by  0.00025-inch  Mylar.1  An  empirical  method  was  developed 
to  correct  for  the  effects  of  variable  0.00025-inch  Mylar  thickness 
on  the  analyses  of  these  light  elements.  Linear  relationships  were 
established  between  correction  factors  for  aluminum  Key  radiation 
and  those  for  sulfur  Key  and  chlorine  Key  radiations.  Aluminum  Key 
correction  factors  for  variable  Mylar  thickness  are  determined  by 
measuring  aluminum  Key  intensities  transmitted  by  Jfylar  samples  of 
interest,  and  calculating  the  correction  factors  directly.  The 
aluminum  Key  radiations  originate  from  interchangeable  aluminum 
standards.  The  correction  factors  for  sulfur  Key  and  chlorine  Key 
are  determined  from  the  aluminum  Key  factors  and  equations  of  the 
linear  relationships  mentioned.  The  maximum  intensity  ratios  which 
have  been  noted  for  analysis  of  the  same  or  identical  samples  against 
different  Mylar  films  selected  at  random  are:  aluminum  Key  -1.210, 
sulfur  Key  -1.064,  and  chlorine  Key  -1.038. 


1  Polyester  film  manufactured  by  E.  I.  duPont  de  Nemours  and  Company, 
Inc.;  Film  Department,  Wilmington,  Delaware. 
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EMPIRICAL  CORRECTIONS  FOR  VARIABLE  ABSORPTION  OF 
SOFT  X-RAYS  BY  MYLAR 


I.  INTRODUCTION 

Thin  Mylar  films  are  used  extensively  in  X-ray  fluorescence 
analysis  as  supports  for  samples,  and  as  windows  to  transmit  charac¬ 
teristic  X-rays  from  the  samples.  The  use  of  Mylar  in  conjunction  with 
an  inverted  X-ray  geometry  has  greatly  facilitated  sample  preparation 
and  analyses  of  a  variety  of  materials.  With  an  inverted  geometry 
the  direct  analyses  of  liquids  and  most  slurries  must  be  accomplished 
on  samples  placed  against  Mylar.  Although  powders  can  be  briquetted, 
they  are  frequently  placed  against  Mylar  to  increase  the  speed  of 
analysis.  With  the  conventional  X-ray  geometry  (top  sample-surface 
irradiation)  the  direct  analyses  of  liquids  and  slurries  can  be 
conveniently  performed  without  using  Mylar.  However,  unless  an 
internal  standard  is  used,  the  precision  and  accuracy  of  these 
analyses  is  generally  less  than  for  analyses  performed  on  samples 
placed  against  Mylar.  This  is  particularly  true  for  certain  slurries 
where  the  composition  of  an  open  sample  surface  may  continuously 
change  upon  standing. 

A  primary  objection  to  using  Mylar  as  windows  in  X-ray  fluores¬ 
cence  analysis  is  that  Mylar  strongly  absorbs  characteristic  X-rays 
from  many  light  elements.  Table  I  shows  the  approximate  percentage 
transmission  through  nominal  0.00025-inch  Mylar  of  characteristic  Kar 
radiations  from  four  light  elements  commonly  analyzed  in  this  labora¬ 
tory.  The  percentage  transmission  differs  markedly  as  the  wavelength 
varies  from  iron  Ko  (1.94  angstroms)  to  aluminum  Ko  (8.34  angstroms). 
The  percentage  transmission  depends  on  the  thickness  of  the  Mylar 
film  and  the  wavelength  of  the  radiation  under  consideration. 

Another  more  serious  objection  to  using  Mylar  as  windows  is 
that  the  thickness  of  commercially  available  0.00025-inch  film 
varies  about  the  nominal  value.  These  variations  are  sufficiently 
large  to  cause  significant  errors  in  the  analyses  of  light  elements 
whose  characteristic  radiations  are  strongly  attenuated  by  Mylar. 

A  practical,  effective  method  is  described  here,  whereby  corrections 
are  made  for  the  effect  of  0.00025-inch  Mylar  thickness  variations 
on  the  measured  intensities  of  aluminum,  sulfur,  and  chlorine  Ko; 
radiations.  The  method  should  also  be  applicable  to  other  light 
elements . 

II.  INSTRUMENTATION 

All  determinations  were  made  using  a  Philips  Universal  Vacuum 
X-ray  Spectrograph  with  associated  electronics  capable  of  handling 
high  counting  rates.  Specific  instrumentation  and  operating  condi¬ 
tions  used  for  obtaining  and  applying  Mylar  correction  factors  follow: 
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X-ray  tube 
X-ray  tube  setting 
Entrance  collimator 
Detector 

Detector  flow-gas 

X-ray  optics 
X-ray  optical  path 

Analyzing  crystals 


Philips  FA-60  with  tungsten  target 

50  kilovolts  (peak);  45  milliamperes 

Parallel  plates  with  0.02-inch  spacings 

Gas  flow  proportional  counter 

P-10  (907.  Argon,  107.  methane);  0.5  cu 
ft/hr  flew  rate  (air  calibration) 

Flat-crystal  inverted 

Helium;  1.0  liter/min  flow  rate  (air 
calibration) 

Sodium  chloride  and  Ethylene  diamine 
D-tartrate  (EDDT) 


III.  ALUMINUM  STANDARDS 

The  correction  factor  method  is  based  on  utilizing  inter¬ 
changeable  aluminum  standards.  Consequently,  they  should  be  very 
carefully  prepared  and  handled.  Four  aluminum  standards  were  pre¬ 
pared,  one  for  each  position  of  the  Vacuum  X-ray  Spectrograph. 
Adjacent  sections  were  cut  from  a  single  piece  of  1100-aluminum  bar 
stock.  Each  section  was  then  machined  to  fit  the  standard  circular 
holder  of  the  Vacuum  Spectrograph  (1£  inches  in  diameter  by  1  inch 
In  length)  and  to  give  flat,  smooth  end  surfaces.  Other  types  of 
aluminum  can  be  used  to  make  the  standards. 

It  is  highly  desirable  that  the  standards  be  interchangeable. 
Otherwise,  corrections  must  be  made  for  aluminum  Key  intensity 
differences  among  standards,  and  a  given  standard  must  always  be 
associated  with  a  particular  Mylar  sample.  Also,  the  aluminum  must 
contain  no  impurities  which  would  interfere  with  the  measurement  of 
aluminum  Key  intensities.  The  aluminum  Key  intensities  from  the 
standards  used  in  this  work  differ  less  than  0.3  percent  relative 
at  the  957.  confidence  level . 

The  standards  are  stored  in  a  desiccator  when  they  are  not 
being  used.  The  analyzed  surfaces  are  wiped  with  a  lintless  cloth 
or  soft  paper  towel  after  analyses  are  completed  for  a  given  day. 
Aluminum  Key  intensities  from  the  standards  treated  in  this  manner 
have  remained  unchanged  for  the  past  two  years. 
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IV.  MYLAR  CORRECTION  CURVES 


Correction  curves  for  nominal  0.00025-inch  Mylar  thickness 
variations  were  established  for  chlorine  K a  and  sulfur  Kor  radiations. 
These  curves  are  shown  in  Figure  1 . 

Pertinent  analytical  parameters  are  shown  in  Table  II.  A 
fixed  count  technique  was  used  throughout;  all  intensity  measurements 
were  recorded  as  the  number  of  seconds  required  to  collect  the 
preselected  total  counts  listed  in  the  table.  This  eliminated  the 
additional  computation  to  convert  to  counts  per  second.  Sulfur  Key 
and  chlorine  Key  intensities  were  measured  from  a  stable  pellet 
containing  high  concentrations  of  the  elements,  and  aluminum  Key 
intensities  were  measured  from  the  aluminum  standards.  The  peak- 
to-background  ratios  for  sulfur  and  aluminum  were  increased  with 
pulse  height  analysis.  Only  peak  intensities  were  measured.  Since 
in  every  instance  the  peak-to-background  ratio  exceeded  100  to  1, 
errors  resulting  from  the  uncorrected  background  component  were  very 
small.  In  general,  analytical  parameters  were  chosen  to  correspond 
to  those  employed  for  subsequent  slurry  analyses.  Since  a  ratio 
method  was  used,  the  analytical  parameters  chosen  are  not  critical. 

Others  will  probably  work  equally  well. 

The  method  of  preparing  the  Mylar  correction  curves  is 
illustrated  in  Table  III,  where  a  portion  of  the  actual  chlorine  Key 
data  are  recorded.  Similar  data  were  also  obtained  for  preparing 
the  sulfur  Key  curve.  The  following  procedure  is  recommended: 

A.  Load  aluminum  standards  into  two  sample  holders  containing 
nominal  0.00025-inch  Mylar  films  of  different  thickness.  The 
difference  in  thickness  should  be  established  by  prior  measurements  of 
aluminum  Key  intensities  transmitted  by  a  larger  number  of  films. 

B.  Place  the  loaded  sample  holders  in  the  two  reproducible 
spectrograph  positions.  Measure  in  rapid  succession  the  peak 
aluminum  Key  intensities  transmitted  by  the  two  Mylar  samples. 

Calculate  two  aluminum  Key  ratios  from  the  measurements  (see  Table  III 
for  samples  1  and  2) . 

C.  Similarly,  analyze  a  stable  pellet  against  the  same  two 
Mylar  samples  for  other  peak  characteristic  radiations  of  interest 
(in  this  example  chlorine  Key).  Calculate  two  corresponding  ratios. 

D.  Analyze  the  aluminum  standards  and  the  stable  pellet 
against  additional  pairs  of  Mylar  samples,  as  shown  in  Table  III, 

to  adequately  cover  the  range  of  Mylar  thickness  differences  encountered. 

E.  Plot  the  aluminum  ratios  against  those  of  the  other  elements, 
and  fit  a  straight  line  to  the  data  of  each  element.  (See  Figure  1.) 
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The  equations  for  the  chlorine  Kor  and  sulfur  Key  curves  shown  in 
Figure  1  are: 

Cci  =  0.1780  CA1  +  0.8225  (1) 

Cs  =  0.3070  CM  +  0.6927  (2) 

Although  the  equations  were  derived  in  connection  with  a  special  type 
of  slurry  analysis,  it  is  likely  that  they  can  be  applied  elsewhere. 

The  fact  that  only  peak  intensity  measurements  were  made  is  the  main 
limitation  to  consider. 

The  curves  in  Figure  1  show  the  magnitudes  of  errors  to  expect 
from  duplicate  analyses  when  no  corrections  are  made  for  Mylar 
thickness  differences.  The  maximum  experimentally  determined  correc¬ 
tion  factors  in  Figure  1  are:  aluminum  Ko?  -1.210,  sulfur  Key  -1.064, 
and  chlorine  Key  -1.038.  The  maximum  factors  are  those  found  from 
the  analyses  of  several  hundred  Mylar  samples.  Whether  analyses  of 
light  elements  can  be  accomplished  without  Jfylar  corrections  depends 
on  the  elements  and  the  purpose  of  the  analyses,  which  in  turn  dictates 
the  tolerable  error.  Obviously  aluminum  determinations  using  0.00025- 
inch  Mylar  are  not  practical,  even  semi-quantitatively,  unless  the 
corrections  are  made.  On  the  other  hand,  0.00025-inch  Mylar  thickness 
variations  have  very  little  effect  on  the  precision  and  accuracy  of 
iron  determinations.  Consider  the  transmission  data  for  iron  Key 
radiation  in  Table  I.  The  maximum  error  caused  by  nominal  0.00025- 
inch  Mylar  thickness  variations  on  iron  determinations  would  be 
about  0.57.  relative,  and  rarely  will  the  maximum  error  occur.  Because 
of  the  small  error,  a  correction  curve  was  not  constructed  for  iron 
Key  radiation. 

The  curves  for  sulfur  Key  and  chlorine  Key  in  Figure  1  serve  as 
a  guide  for  predicting  the  influence  of  Mylar  thickness  variations  on 
the  analyses  of  other  elements.  To  illustrate,  a  curve  for  silicon 
Key  would  have  a  steeper  slope  than  that  for  sulfur  Key.  Moreover,  its 
correction  factors  would  be  intermediate  between  those  for  sulfur  Key 
and  aluminum  Key.  The  exact  curve  for  a  particular  element  can  be 
constructed,  of  course,  according  to  the  foregoing  procedure. 

V.  APPLICATION  OF  MYLAR  CORRECTION  FACTORS 

The  method  of  correcting  raw  data  for  Mylar  thickness  variations 
is  demonstrated  in  Table  IV  for  an  actual  analysis  of  a  single  slurry 
batch.  A  reference  standard  and  three  unknown  samples  were  analyzed 
as  a  group  for  the  elements:  chlorine,  sulfur,  and  aluminum.  The 
analysis  was  later  repeated  for  another  group  from  the  same  batch. 

All  raw  data  in  seconds  are  tabulated  in  the  appropriate  analysis 
column  of  the  table  for  each  element.  Mylar  correction  factors  are 
applied  as  follows: 


4 


A.  Attach  a  0.00025-inch  Mylar  film  to  the  reference  standard 
holder,  and  to  one  or  more  unknown  holders  depending  on  the  number  of 
unknowns  which  will  be  analyzed.  The  Mylar  film  for  the  reference 
standard  holder  may  be  repeatedly  used  until  it  is  no  longer  service¬ 
able. 


B.  Number  the  sample  holders  and  measure  in  order  with  a  fixed 
goniometer  setting  the  aluminum  Key  intensities  transmitted  by  the  films 
(column  2,  Table  IV) .  It  is  desirable  to  repeat  these  measurements  as 
shown  in  the  table.  The  reference  standard  holder  should  be  placed  in 
a  reproducible  spectrograph  position,  and  unknown  holders  in  rotatable 
positions  should  be  rotated. 

C.  Analyze  the  reference  standard  and  the  unknowns  against  the 
same  Mylar  films  as  described  for  the  standard  aluminum  analyses 
(analysis  columns  of  Table  IV) . 

D.  Calculate  the  correction  factors  for  aluminum  Key  radiation: 
Divide  the  seconds  for  the  aluminum  standard  in  the  reference  standard 
holder  by  the  seconds  for  each  aluminum  standard  in  an  unknown  holder 
to  get  individual  correction  factors  (column  9,  Table  IV). 

E.  Calculate  the  correction  factors  for  chlorine  Key  and  sulfur 
Key  radiations:  substitute  the  aluminum  Key  correction  factors  in 
equations  1  and  2  of  the  text,  and  calculate  the  individual 
correction  factor  for  each  unknown  sample  (columns  3  and  6,  Table  IV) . 

F.  Multiply  the  seconds  for  each  raw  data  analysis  by  the  corre¬ 
sponding  correction  factor  to  obtain  analyses  corrected  within  a  group 
for  Mylar  thickness  variations  (columns  5,  8,  and  11,  Table  IV). 

G.  Having  corrected  for  Mylar  thickness  variations  within  a 
group  of  samples  analyzed  at  the  same  time,  divide  the  seconds  for 
the  reference  standard  by  the  corrected  seconds  for  each  unknown. 
Average  the  resulting  ratios  to  obtain  the  analytical  ratio  for  each 
element . 


H.  Alternatively,  first  calculate  ratios  using  the  raw  analysis 
data,  and  then  correct  these  ratios  for  Mylar  thickness  variations  by 
dividing  each  ratio  by  the  proper  correction  factor.  This  correction 
method  will  apply  to  data  produced  by  quality  control  instruments, 
such  as  the  Autrometer,  which  print  out  intensity  ratios. 

The  reference  standard  compensates  for  Mylar  variations  among 
groups,  and  for  short-term  and  long-term  instrument  changes.  The 
analytical  ratio  is  the  proper  measure  to  use  for  setting  up  calibration 
plots  and  for  checking  the  batch-to-batch  reproducibility  of  a  product. 
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VI.  CONCLUSION 


The  empirical  method  described  here  has  been  used  extensively 
for  the  past  two  years  and  results  have  been  excellent.  In  fact,  it 
has  permitted  light  element  analyses  which  could  not  previously  be 
achieved  by  direct  X-ray  fluorescence  methods. 
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TABLE  I 


TRANSMISSION  OF  SOFT  X-RAYS  BY  NOMINAL  0.00025- INCH  MYLAR 


Element 

Emission 

Line 

Wavelength, 

Angstroms 

Percent 

Transmission 

Iron 

Key 

1.94 

98.0 

Chlorine 

Key 

4.73 

76.1 

Sulfur 

Key 

5.37 

68.0 

Aluminum 

Key 

8.34 

24.2 

TABLE  II 


ANALYTICAL  PARAMETERS  FOR  DETERMINING  MYLAR  CORRECTION  CURVES 


Element 

Analytical 

Line 

Peak  Angle, 
Degrees  20 

Total  Counts 
Collected 

Analyzing 

Crystal 

Pul  se 
Height 
Analyzer 

Chlorine 

Key 

113.96 

1,024,000 

NaCl 

Integral 

Sul  fur 

Key 

144.78 

64,000 

NaCl 

Differential 

Aluminum 

Key 

142.74 

128,000 

EDDT 

Differential 

TABLE  III 


TYPICAL  DATA  FOR  PREPARATION  OF  MYLAR  CORRECTION  CURVE 


Aluminum 

Ka 

Chlorine  Ko? 

Seconds  for 

128,  000  Counts 

Ratio 

Seconds  for 

1 , 024, 000  Counts 

Ratio 

1 

47.55 

1.051 

54.65 

1.009 

2 

45.25 

0.952 

54.15 

0.991 

3 

45.80 

1.084 

53.05 

1.016 

4 

42.25 

0.922 

52.20 

0.984 

5 

48.95 

1.112 

48.95 

1.019 

6 

44.00 

0.899 

48.05 

0.982 

7 

46.25 

1.073 

49.45 

1.013 

8 

43.10 

0.932 

48.80 

0.  987 

9 

45.40 

1.006 

52.10 

1 .001 

10 

45.15 

0.994 

52.05 

0.999 
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1  March  1963  Report  No.  RK-TR-63-7 

APPROVED : 


Director,  Propulsion  Laboratory 
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Distribution  in  accordance  with  Joint  Army-Navy- 
Air  Force  Solid  Propellant  Mailing  List,  dated 
June  1962 

Aerojet-General  Corp. 

ATTN:  Mr.  E.  M.  Wilson 
P.  0.  Box  296 
Azusa,  California 

Aerojet-General  Corp. 

ATTN:  Mr.  T.  P.  Harrington 
P.  0.  Box  1168 
Sacramento,  California 

Atlantic  Research  Corp. 

ATTN:  Mr.  B.  W.  Black 
Shirley  Highway  at  Edsall  Rd. 

Alexandria,  Virginia 

E.  I.  du  Pont  de  Nemours  and  Co. 

Carneys  Point  Process  Lab. 

ATTN:  Mr.  C.  I.  Johnson 

P.  0.  Box  152 

Penns  Grove,  New  Jersey 

Commander 

Air  Force  Flight  Test  Center 
ATTN:  FTRSC 

Lt.  H.  V.  Bankaitis 
Edwards  Air  Force  Base,  California 

Commanding  General 

Frankford  Arsenal 

ATTN:  Mr.  S.  Sitelman,  1723 

Research  and  Dev.  Group 
Building  No.  64-1 
Philadelphia  37,  Pennsylvania 

B.  F.  Goodrich  Company 
ATTN:  J.  Kubik 
P.  0.  Box  395 
Rialto,  California 

Hercules  Powder  Co. 

Allegany  Ballistics  Lab. 

ATTN:  Mr.  A.  W.  Tiedemann,  Jr. 

P.  0.  Box  210 
Cumberland,  Maryland 


Copy 

1-127 

128 

129 

130 

131 

132 

133 

134 

135 
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DISTRIBUTION  -  Continued 


Hercules  Powder  Company 
ATTN:  H.  A.  Read 
Kenvil,  New  Jersey 

Jet  Propulsion  Laboratory 
California  Inst,  of  Tech. 

A'.'TN:  Dr.  A.  J.  Havlik 
4800  Oak  Grove  Drive 
Pasadena  3,  California 

Minnesota  Mining  and  Mfg.  Co. 

ATTN:  Mr.  D.  G.  Weiblen 

900  Bush  Avenue 

St.  Paul  6,  Minnesota 

National  Research  Corporation 
ATTN:  Dr.  J.  H.  Atkins 
70  Memorial  Drive 
Cambridge  42,  Massachusetts 

Commanding  Officer 

U.  S.  Naval  Ordnance  Lab. 

ATTN:  Dr.  J.  M.  Rosen 

Organic  Chemistry  Div. 

White  Oak,  Silver  Spring,  Maryland 


Commanding  Officer 

U.  S.  Naval  Ordnance  Test  Station 

ATTN:  Mr.  R.  H.  Pierson,  Code  5052  141 

Mr.  E.  Julien,  Code  4521  142 

China  Lake,  California 

Commanding  Officer 

U.  S.  Naval  Propellant  Plant 

ATTN:  Mr.  H.  L.  Stalcup  143 

Dr.  Mae  Fauth  144 

Indian  Head,  Maryland 


Headquarters 

Ogden  Air  Material  Area 

ATTN:  Mr.  Neal  M.  Hansen  145 

Hill  Air  Force  Base,  Utah 

01 in  Mathieson  Chemical  Corp . 

ATTN:  Mr.  R.  J.  Thiede  146 

P.  0.  Box  508 
Marion,  Illinois 


Copy 

136 

137 

138 

139 

140 
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DISTRIBUTION  -  Continued 


Commanding  Officer 
Picatinny  Arsenal 
ATTN:  Mr.  M.  Roth 

Feltman  Res.  and  Eng.  Lab. 
ORDBB-TM7-001 
Mr.  A.  Sokol,  0RDBB-DC7 
Dover,  New  Jersey 

Commanding  Officer 

Radford  Arsenal 

ATTN:  Mr.  E.  G.  Simpson 

(Hercules  Powder  Co.) 
Radford,  Virginia 

Rocketdyne 

Solid  Propulsion  Operations 
ATTN:  Mr.  C.  R.  Neff 
P.  0.  Box  548 
McGregor,  Texas 

Rohm  and  Haas  Company 
Research  Division 
ATTN:  Dr.  K.  A.  Booman 
Redstone  Arsenal,  Alabama 

Sandia  Corporation 

ATTN:  Mr.  R.  J.  Buxton,  Code  1625 

P.  0.  Box  5800 

Albuquerque,  New  Mexico 

Thiokol  Chemical  Corporation 
Reaction  Motors  Division 
ATTN:  Mr.  F.  G.  Hoffman 
Denville,  New  Jersey 

Thiokol  Chemical  Corporation 
Longhorn  Division 
ATTN:  Mr.  L.  Long 

Mr.  J.  H.  Murphey,  Jr. 
Marshall,  Texas 

Thiokol  Chemical  Corporation 

Alpha  Division 

ATTN:  Mr.  J.  R.  Denson 

Dr.  W.  F.  Arendale 
Redstone  Arsenal,  Alabama 


Copy 


147 


148 


149 


150 


151 


152 


153 


154 

155 


156 

157 
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DISTRIBUTION  -  Continued 


Copy 


Thiokol  Chemical  Corporation 
Elkton  Division 

ATTN:  Mr.  R.  M.  Jones  158 

Elkton,  Maryland 

United  Technology  Corporation 
ATTN:  Mr.  P.  0.  Marti 
P.  0.  Box  358 
Sunnyvale,  California 

Commanding  Officer 
Longhorn  Ordnance  Works 
ATTN:  Mr.  M.  R.  Kesling 
Marshall,  Texas 

Stanford  Research  Institute 
Poulter  Laboratories 
ATTN:  Dr.  R.  F.  Muraca 
Dr.  Eugene  Burns 
Menlo  Park,  California 

Defence  Research  Member 
Canadian  Joint  Staff  (W) 

For  Transmittal  To: 

1 .  Canadian  Armament  Research  and 

Development  Establishment 
ATTN:  Mr.  W.  L.  Phene  163 

P.  0.  Box  1427 
Quebec,  P.  Q.,  Canada 

2.  Canadian  Arsenals,  Ltd. 

ATTN:  Mr.  C.  R.  Lee  164 

Valleyfield,  Quebec,  Canada 

3.  Inspection  Services  of  Canada 

ATTN:  H.  A.  Showalter  165-166 

75  Patrick  Street 
Ottawa,  Ontario,  Canada 

2450  Massachusetts  Avenue,  N.  W. 

Washington  8,  D.  C. 


159 


160 


161 

162 


16 


DISTRIBUTION  -  Concluded 


Copy 


British  Defence  Staff 
British  Embassy 
For  Transmittal  To: 

Ministry  of  Aviation 
Chemical  Inspectorate 
Headquarters  Building 
Royal  Arsenal 

ATTN:  Mr.  J.  J.  Lamond  167 

Woolwich,  London,  S.  E.  18 

3100  Massachusetts  Avenue,  N.  W. 

Washington  8,  D.  C. 

ATTN:  Scientific  Information  Officer 
Commanding  Officer 

U.  S.  Naval  Ammunition  and  Net  Depot 

ATTN:  QE  Laboratory,  Tech.  Library  168 

Seal  Beach,  California 

Commanding  Officer 

U.  S.  Army  Chemical  Corps.  Engr.  Com. 


ATTN:  CMLEN-WSS-R, 

Mr.  Charles  G.  Hain  169 

Army  Chemical  Center,  Maryland 

AMSMI-R,  Mr.  McDaniel  170 

-RE  171 

-RFS  172 

-RG  173 

-RH  174 

-RK  175-176 

-RK,  Mr.  B.  J.  Alley  177-186 

-RL  187 

-RM  188 

-RR  1 89 

-RS  190 

-RT  191 

-RBL  192-196 

-RAP  197 
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